A standardized method to create optic nerve crush: Yasargil aneurysm clip.
It is often difficult to compare results obtained by different investigators on nerve compression injuries, owing to differences in method of pressure application and noncomparable pressure levels. In the present study, we described a new method to crush the optic nerve by using a specially designed and commercially available device. We think that standardization of the compression methods is necessary to compare interlaboratory results.